The previously described optimized binary compressive detection (OB-CD) strategy enables fast hyperspectral Raman (and fluorescence) spectroscopic analysis of systems containing two or more chemical components. However, each OB-CD filter collects only a fraction of the scattered photons and the remainder of the photons are lost. Here, we present a refinement of OB-CD, the OB-CD2 strategy, in which all of the collected Raman photons are detected using a pair of complementary binary optical filters that direct photons of different colors to two photon counting detectors. The OB-CD2 filters are generated using a new optimization algorithm described in this work and implemented using a holographic volume diffraction grating and a digital micromirror device (DMD) whose mirrors are programed to selectively direct photons of different colors either to one or the other photon-counting detector. When applied to pairs of pure liquids or two-component solid powder mixtures, the resulting OB-CD2 strategy is shown to more accurately estimate Raman scattering rates of each chemical component, when compared to the original OB-CD, thus facilitating chemical classification at speeds as fast as 3 ms per measurement and the collection of Raman images in under a second.
Introduction
Raman spectroscopy takes advantage of the inelastic scattering of light by molecular vibrational modes. The resulting Raman spectrum provides a fingerprint which can be used for chemical classification (identification), quantitation, and chemical imaging measurements, in a wide variety of implementations and applications. 1, 2 However, the low probability of spontaneous Raman scattering events means that it often requires about 1 s (or longer) to obtain a single high-quality Raman spectrum from a liquid or solid sample. Thus, conventional Raman spectral measurement strategies are far too slow to be compatible with real-time chemical imaging and high-speed chemical kinetics applications that require millisecond (or microsecond) time resolution (per measurement or per hyperspectral image pixel).
The speeds at which Raman spectral information may be obtained can be increased by using compressive hyperspectral detection strategies, in which either a liquid-crystal tunable-filter (LCT) [3] [4] [5] [6] [7] or digital micro-mirror device (DMD) [8] [9] [10] [11] [12] [13] is used to multiplex photons of different selected wavelengths onto a single-channel detector.This is advantageous because of the fast read times and low noise of single-channel photon-counting detectors when compared to multichannel detectors such as a chargecoupled device (CCD) detector array. Most importantly, multiplexing light from multiple wavelengths onto a single photon-counting detector produces far less read and dark noise than would have been obtained if the same photons were distributed onto multiple CCD pixels. 6, 13, 14 Here we present a significant extension of the previously described DMD-based optimized binary compressive detection (OB-CD) strategy. [13] [14] [15] [16] This new strategy (OB-CD2) uses two detectors to count all of the collected photons transmitted by two complementary binary optical filters. Thus OB-CD2 has some similarity to the recently described LCT-based multivariate optical computing strategy, 7 as both methods are able to simultaneously classify more than one chemical component. Our results demonstrate faster chemical classification and hyperspectral imaging speeds obtainable using OB-CD2 compared to OB-CD. We have previously demonstrated that the OB-CD chemical classification performance obtainable using binary (i.e., DMD-based) filters is essentially equivalent to that theoretically obtainable using analogue (i.e., LCT-based) filters. 13 We have also previously demonstrated the use of OB-CD for high-speed chemical imaging and three component concentration measurements, 14 as well as for quantitation in the presence of fluorescence interference and photobleaching. 16 The remainder of this manuscript is organized as follows. In the Experimental and Theoretical Methods section, we describe the newly derived algorithm used to generate OB-CD2 filters, designed to efficiently distinguish two or more components based on differences in their Raman spectra. The ''Experimental and Theoretical Methods'' section and subsection entitled ''OB-CD2 Spectrometer'' describes the optical system used to perform both OB-CD and OB-CD2 measurements, and the materials used to quantitatively compare OB-CD and OB-CD2 chemical classification and imaging performance. The section ''Results and Discussion'' describes results obtained using samples with between two and four spectrally distinct chemical components, including both liquid classification and solid chemical imaging. The ''Conclusion'' section includes a discussion of the key differences and unique capabilities of the OB-CD and OB-CD2 strategies.
Experimental and Theoretical Methods

Binary-Complementary Filter Generation
OB-CD2 is a derivative of OB-CD and, as a result, many of the assumptions made in OB-CD filter generation hold true for OB-CD2. The theorems and resulting algorithms used to generate OB-CD filters have previously been described, 13, 15 as have the chemical imaging and quantitation performance obtainable using OB-CD.
14, 16 Here, we highlight differences between OB-CD and OB-CD2, and briefly summarize common features and assumptions made in implementing both OB-CD and OB-CD2. Most importantly, OB-CD uses binary optical filters, each of which multiplexes and directs light in selected wavelength channels onto one photon-counting detector and discards the remainder, while OB-CD2 uses a two-detector system with filters that direct some selected photons to one detector and the remainder to another detector. Moreover, while the OB-CD filter generation algorithm minimizes the sum of the variances of the estimated Raman scattering rates of all chemical components, the OB-CD2 algorithm minimizes the total volume of the multidimensional ellipsoidal confidence regions derived from the covariance matrix of the estimated Raman scattering rates.
We let P be a matrix with n columns of length N, each containing the area-normalized spectrum of some known chemical component divided into N energy bins, and Ã be a (column) n-vector of mean photon emission rates of each of the chemical components under consideration. While the variance of our estimators will depend on the true (unknown) mean photon emission rates Ã, we design our algorithm to minimize that variance for a particular vector of rates " Ã (obtained as further discussed below). In our experience, a mismatch between Ã and " Ã has little effect on the filters constructed or the variance of the estimated rates.
We assume that independent measurements of either pure components or mixtures are made and that in the kth measurement, the probability that a photon with energy falling in the ith bin will be counted is given by F ik , the ik-entry of the matrix of filters F (so, 0 F ik 1). The kth column of F is referred to as the filter for the kth measurement.
As with OB-CD, given the vectorx containing the empirical photon counts transmitted through each filter in F, we estimate the true photon emission rates Ã using the unbiased estimatorÃ ¼ B À1 T
À1x
, where T is a matrix whose diagonal elements indicate the fraction of the total measurement time, , that each filter in F is applied, and B is a left inverse of F T P, i.e., BF T P ¼ I nÂn (where I nÂn is an identity matrix). If m ¼ n, i.e., we take the same number of measurements as there are chemical species, then B ¼ ðF T PÞ À1 . The objective of OB-CD2 is to construct a matrix of filters of a special form that minimizes the determinant of the variance-covariance matrix ofÃ if we assume that Ã ¼ " Ã:
We constrain F to consist of pairs of binary-complementary filters, that is, each entry in F ij is either 0 or 1, and the set of filters are collected into pairs each of which sum to a vector of all ones. Minimizing the determinant for OB-CD2 corresponds to the D-optimality criteria of experimental design, in contrast to the A-optimality criteria considered in the setting of OB-CD, which minimizes the sum of the variances of the estimatorsÃ i . Again, A-optimality chooses filters that minimize the sum of the variances of theÃ i , D-optimality chooses filters that minimize the volume of the confidence ellipsoids forÃ. For more discussion of D-optimality and A-optimality criteria, see, for example, Atkinson et al. 17 and Pukelsheim.
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In our previous implementations of OB-CD, we generally used the same number of measurements/filters (m) as chemical species (n). For OB-CD2, we build m ¼ n À 1 pairs of complementary filters (that is, 2 m filters in total). These are the minimum number of filters needed by each of OB-CD and OB-CD2 to estimate emission rates for n chemical species.
The construction of the OB-CD2 optimal filter design is supported by the following observations. First, we note that, as with OB-CD, the value of Q obtained by taking " Ã ¼ Ã 0 , the vector of the form ð1, . . . , 1Þ
T of length n, provides reasonable filters for any practical value of Ã. Second, while optimizing Q over all variables is difficult, this problem can be solved efficiently when certain dependencies between the variables are imposed. Specifically, for fixed values of T and A ¼ F TP , the unique optimal design matrix B is given by
Similarly, for a fixed value of F, if B depends on A and T as described above, then the unique normalized time matrix
kk . This enables us to propose the following procedure to construct the optimal filter design and implement it in Matlab. For a fixed matrix of filters F, characterized by m base filters and m corresponding complementary filters, we compute the optimal normalized time matrix T F and design matrix B F as follows.
We write
T of length n. We assume that the sum of the kth and k 0 th columns of F is a vector of all ones. We start with the initial guess T 0 ¼ diagð1=nÞ.
where D i ¼ diagðT i AÃ 0 Þ, and
The values of T iþ1 are then normalized to ensure that the sum of its diagonal components is equal to 1. This iteration is performed 100 times to obtain T F and B F . While we have no proof that this iteration converges, it does so for all the examples we have considered.
Finally, the function QðB F , T F , F, Ã 0 Þ is then optimized over all possible values of the matrix of filters F. This is done by using an algorithm similar to the one used in OB-CD, which combines a linear programming step with a nonlinear optimization step. This algorithm allows the optimal matrix of filters F Ã to admit non-binary values. As with OB-CD, the optimal non-binary matrix of filters is nearly binary, in the sense that few entries of F Ã are strictly between 0 and 1. A correction step is then performed to produce the optimal binary matrix of filters F Ã (as with OB-CD, this consists of rounding non-binary values to 0 or 1), and a final iteration of B i and T i computes the corresponding optimal normalized time matrix T Ã and design matrix B Ã .
OB-CD2 Spectrometer
The schematic of the system used to perform OB-CD2 measurements is shown in Fig. 1 . This system was custom-built in collaboration with Laser Labs LLC (Buffalo Groves, USA). This spectrometer will be described in more detail in a forthcoming paper. As with the previously described OB-CD systems, 16 our microscope is configured to collect the backscattered Raman signal with the same objective lens that is used to focus the excitation laser onto the sample. The present system incorporates a 532 nm excitation laser beam (Sapphire SD 532-150 CDRH Laser, with a maximum power of 150 mW), which passes through a laser-line bandpass filer (Semrock RazorEdge LWP Filter, U-grade-25 mm) before it is focused onto the sample using a microscope objective (Olympus MPlan, 20 Â , 0.4 NA). The samples are placed on a computer-controlled microscope stage (Prior ProScan III with H31XYZE-US control module). However, all the imaging measurements described in this work (including the video in the online Supplemental Material) were performed by using two galvanometer mirrors to raster scan the light over the sample using an optical design schematically illustrated on the left-hand-side of Fig. 1 , with a two-mirror raster scanner and pair lenses to assure that the excitation laser beam remains approximately centered on the objective throughout the rasterscanning process.
The backscattered Raman photons are collected and then transmitted through a dichroic mirror and then through a long pass (edge) filter to reject laser Rayleigh scattering. A volume holographic grating (Wasatch Photonics, $600 lines mm -1 ) is used to separate photons of different wavelengths and a lens is used to focus the spectrally dispersed photons onto the DMD surface (Texas Instruments, DLP3000, 608 Â 684 mirror array with 10.8 mm mirror pitch). The spectral window in this system is $200-4100 cm -1 . Pairs of adjacent columns of DMD mirrors are grouped together, yielding a total of 342 different wavelength ''bins'', each corresponding to a Raman vibrational frequency width of $12 cm -1 . Light reflected by the DMD mirrors is focused onto one of two photon-counting photomultiplier tubes (PMT) modules (Hamamatsu model #H10682-01), which have a dark count rate of $500 photons s -1 . The entire area of the DMD surface is imaged onto the active area of the PMT detector. The TTL output pulses from the PMT module are counted using a USB data acquisition (DAQ) card (National Instruments, USB-6212BNC). The system is controlled using interface software written in Labview 2013. OB-CD2 filter generation is performed as described in the ''Binary Complementary Filter Generation'', sub-section using a script written in Matlab (v.8.03 R2014a). This system is used to both collect full Raman spectra by programming the DMD mirror to perform either notch scans 13 or spectral Hadamard scans. 19 Similar to other authors, 20 we applied rows of a Hadamard matrix sequentially on the DMD to perform Hadamard scanning. As stated above, each energy bin corresponded to two columns on the DMD. Since it was not possible to construct a 342 Â 342 Hadamard matrix, a 320 Â 320 matrix was used. As a result, the first 22 rows of the DMD were assumed to have zero intensity. Each row in the Hadamard matrix was then turned into two different images, a ''positive'' image where energy bins corresponding to a value of ''1'' in the Hadamard matrix were measured at the detector (and applied to all rows of the DMD) and a separate ''negative'' image where energy bins corresponding to a value of ''-1'' were measured at the detector. The difference between the counts through the ''positive'' and ''negative'' images were calculated to determine the number of counts collected through each row of the Hadamard matrix. An inverseHadamard transform was performed to recover a spectrum.
Chemicals Used to Demonstrate Performance
Acetone was acquired from Fischer (HPLC grade, 99.8% purity, batch #0000070736). Benzene was purchased from OmniSolv (99.93% purity, lot #42282). Hexanes were acquired from Baxter (HPLC Grade, 0.001% water, lot #901141). Methylcyclohexane was acquired from Mallinckroft (Anhydrous, 99þ% purity, lot #1906 KCBN). Benzoic acid (ACS Reagant Grade, 99.5% purity, lot #26115MA) and acetaminophen (98.0-101.05% purity, lot #SLBC6391V) were obtained from Sigma. The benzoic acid used in this work was heated in acetonitrile and then cooled for 1 h followed by overnight drying to produce large crystals and to remove fluorescent impurities.
Results and Discussion
Comparison of OB-CD and OB-CD2 for Binary Classifications
In previous work, 13 acetone and benzene were classified using OB-CD filters with total integration times as low as 30 ms using a 785 nm excitation laser with 85 mW of power at the sample. Here, we demonstrate the classification of acetone and benzene in 3 ms using a 532 nm excitation laser with 65 mW of laser power at this sample (as further described in subsection ''OB-CD2 Spectrometer''), using both the OB-CD and OB-CD2 filter generation and detection strategies. Figure 2 shows the training spectra (curves), with the resulting OB-CD (left) and OB-CD2 (right) filters (shaded regions) overlaid on the spectra. The bottom portion of Fig. 2 shows the resulting Raman scattering rate estimates for pure acetone (on the horizontal axis) and pure benzene (on the vertical axis) obtained using a total integration of time of 3 ms. Note that the resulting 95% confidence interval ellipses for acetone and benzene overlap in the case of the OB-CD recovered rates, but do not overlap in the case of the OB-CD2 recovered rates. This demonstrates that, at a fixed total integration time, Raman scattering rates recovered using OB-CD2 filters have lower variance than the Raman scattering rates recovered using OB-CD filters. The lower variance obtained using OB-CD2 is linked to the fact that more photons are detected using OB-CD2 than OB-CD. More specifically, on average, OB-CD2 filters lead to the detection of 10.4 (range ¼ 0-20) photons for acetone and 17.4 (range ¼ 0-25) photons for benzene, whereas OB-CD filters lead to the detection of 4.2 (range ¼ 0-11) and 6.9 (range ¼ 0-13) photons, respectively. The OB-CD2 recovered Raman scattering rates of acetone and benzene have a 35% lower total variance than the OB-CD recovered Raman scattering rates.
Comparison of OB-CD and OB-CD2 for Ternary and Quaternary Classifications
Here, we compare the recovered Raman scattering rates estimated using OB-CD and OB-CD2 filters trained to detect three different pure liquids (n ¼ 3): benzene, hexane, and methylcyclohexane. These three components are classified using two complementary pairs of OB-CD2 filters since, as noted in subsection ''Binary-Complementary Filter Generation,'' OB-CD2 requires a minimum of 2ðn À 1Þ filters, consisting of n -1 pairs of complementary filters, to describe a system with n components. Figure 3a presents a heat map illustrating the relationship between the training spectra and resulting OB-CD filters, with the inner product between each filter vector and each normalized spectral vector represented using a color (as denoted by the color bars). Figure 3b shows the OB-CD2 filters for the same spectral training set; filters 1 and 3, and filters 2 and 4, are complementary. These heat maps illustrate the fact that there is no one-to-one correspondence between each filter and the spectrum of a particular component. Rather, the photon counts detected using all the filters are processed to estimate the rates of each of the chemical components as described in subsection ''BinaryComplementary Filter Generation''.
Similar OB-CD and OB-CD2 procedures were used to estimate the Raman scattering rates of pure benzene, hexane, and methylcyclohexane with a laser power 25 mW at the sample, and a total integration time of 1 ms. Figure 4 summarizes these results, with panels (a-c) showing projections of the 95% confidence ellipses onto the benzene-hexane, benzene-methylcyclohexane, and hexane-methylcyclohexane planes, respectively. The points in the cube shown in panel (d) represent OB-CD2 data points from which the results in panels (a-c) were obtained, with each point corresponding to an individual OB-CD2 measurement, and the x-, y-, and z-axes pertaining to benzene, hexane, and methylcyclohexane, respectively. Table 1 reports the standard deviations of the estimated recovered Raman scattering rates of for each of the above The three-dimensional scatter plot shows all of the OB-CD2 recovered Raman scattering rates, with the x-, y-, and z-axes representing the recovered rates of benzene, hexane, and methylcyclohexane, respectively. The slight bias in the OB-CD2 results (specifically, nonzero mean recovered photon emission rates for chemical components not present in a sample) is due to the fact that the system, as currently configured, does not have precisely the same photon counting efficiency in detectors 1 and 2. ) OB-CD2 show the corresponding spectra (rows), filters (columns), and heat maps pertaining to the classification of benzene (red spectrum), hexane (green spectrum), and methylcyclohexane (blue spectrum). The heat map color bars represent the vector dot product of the corresponding spectra and filters; the filters for OB-CD have been ordered so that the diagonal contains the largest overlap values for each filter. The measurement time for each of the OB-CD filters was 16.4%, 22.6%, and 60.9%, respectively, while that for each pair of OB-CD2 filters was 50% of the total time.
components, quantifying the performance advantage of OB-CD2 over OB-CD. The row of Table 1 labeled ''Benzene'' reports the standard deviations (for OB-CD and OB-CD2) of the estimated benzene Raman scattering rates for a sample of pure benzene, the row labeled ''Hexane'' reports the estimated hexane Raman scattering rates for a sample of pure hexane, etc. These standard deviations are related to the widths of the ellipses shown in Fig. 4a-c . For example, the large difference in the length in the ''Benzene'' dimension of the red ellipses in Fig. 4a is reflected in the 62.8% reduction in the standard deviation of the benzene rates. The data in Table I demonstrate that, for pure samples, there is less variance in the recovered Raman scattering rates for OB-CD2 when compared to OB-CD. There was a 36% decrease in the average sum of the variances of the recovered Raman scattering rates between OB-CD2 and OB-CD (which corresponds to the volume of the cloud of the data points plotted in Fig. 4d ). Measurements similar to those described above were performed on a four-component system consisting of pure liquid acetone, benzene, hexane, and methylcyclohexane. The resulting spectra, filters, and heat maps are shown in Fig. 5 . Note that in this case there are four OB-CD filters and 2(4 -1) = 6 OB-CD2 filters (or three complementary filter pairs). These measurements were performed with a laser power of 25 mW at the sample and a total integration time of 10 ms for both the OB-CD and the OB-CD2 measurements. Figure 6 shows the resulting 95% confidence ellipses obtained using OB-CD and OB-CD2. Note that, as with the three-component classification, the recovered Raman scattering rate ellipses are invariably smaller for OB-CD2 than OB-CD. The corresponding standard deviations of the estimated recovered Raman scattering rates are reported in Table 2 (in the same way as the three-component results in Table 1 ). These results indicate that, in comparison with OB-CD, OB-CD2 again produces a 32% decrease in the average sum of the variances of the recovered Raman scattering rates.
Fast Raman Imaging Using OB-CD2
Here, we demonstrate the utility of OB-CD2 as a means of real-time chemical imaging, using a two-component model pharmaceutical composite sample. The sample was produced by using a spatula to gently crush and grind large benzoic acid and acetaminophen crystals to micro-crystalline powders. Small piles of the resulting powers were placed on a gold microscope slide and flattened. The following results were obtained by imaging a region at the interface between the two different types of crystals.
Training was performed using six spectra obtained from different locations in each of the two pure microcrystalline powders. The average, rather than any one of the individual measured spectra, were used for training, as small differences were observed in the relative intensity of Raman Figure 5 . (a) OB-CD and (b) OB-CD2 show the corresponding spectra (rows), filters (columns), and heat maps pertaining to the classification of acetone (purple spectrum), benzene (red spectrum), hexane (green spectrum), and methylcyclohexane (blue spectrum). The heat map is constructed as described in Fig. 3 . The heat map color bars represent the vector dot product of the corresponding spectra and filters; for OB-CD the filters have been ordered so that the diagonal contains the largest overlap values for each filter. The measurement time for each of the OB-CD filters was 28.0%, 11.4%, 24.9%, and 35.7%, while that for each pair of OB-CD2 filters was $33.3% of the total time. Filters 1 and 4, 2 and 5, and 3 and 6 are complementary. peaks taken at different points on the surface of pure acetaminophen and benzoic acid. These differences are attributed to differences in crystal orientation. We have found that the orientationally averaged spectra of such anisotropic crystal samples provide robust training spectra for subsequent generation of OB-CD and OB-CD2 filters. The resulting OB-CD2 filters for acetaminophen and benzoic acid are shown in Fig. 7a . Once OB-CD2 filters were trained, a 600 Â 600 mm area, consisting of 240 Â 240 pixels, at the interface between acetaminophen and benzoic acid was imaged using a 20 Â microscope objective at varying integration times. Figure 7b and c show two of these images, taken at integration times of 100 ms/pixel and 10 ms/pixel. Note that 40 pixels at the top and left of these images have been truncated in order to minimize a ''blurring'' resulting from a hysteresis in the raster scanning mirrors when moving at high speeds. Including these pixels in the integration times gives a total image time of 5.76 s and 0.576 s, respectively (corresponding to frame rates of 0.17 and 1.7 frames/s, respectively. However, neglecting the dead time associated with measuring these pixels and only accounting for the measurement of the 200 Â 200 pixel images shown in Fig. 7b and c yields measurement times of 4 s and 0.4 s per frame.
Additionally, a movie was made using these OB-CD2 filters with a frame rate of 0.576 s (10 ms/pixel). The benzoic acid and acetaminophen crystals were mixed together and placed on a gold microscope slide. Then, the computercontrolled microscope stage was programmed to move to four different positions, each approximately 1 mm apart in a square pattern, which corresponded to four different regions over the surface of the benzoic acid/acetaminophen crystals. The stage was programmed to spend 
Conclusion
We have extended the OB-CD hyperspectral Raman sensing and imaging strategy to OB-CD2, which incorporates a second photon-counting detector to simultaneously collect photons transmitted through a pair of complementary binary optical filters. Moreover, we have derived a new algorithm for the generation of optimal filters for OB-CD2. This algorithm differs from that previously derived and used for OB-CD measurements. [13] [14] [15] [16] Our results demonstrate that OB-CD2 outperforms OB-CD in the classification of up to four components using up to three pairs of complementary OB-CD2 filters. We have further demonstrated the feasibility of collecting chemical images in under 1 s using OB-CD2.
Both OB-CD and OC-CD2 may be used to identify and quantify Raman and/or fluorescence spectra, as previously described. 16 The maximum speed of OB-CD and OB-CD2 is limited by the sample's Raman/fluorescence light intensity and the maximum linear range of the photon-counting detector, which in the present studies is approximately 5 MHz. Obtaining optimal OB-CD and OB-CD2 results requires that the training and test spectra are spectrally registered, as is the case in conventional full spectral library look-up applications.
Although we have shown that OB-CD2 outperforms OB-CD, there are nevertheless some advantages to OB-CD. First of all, OB-CD requires only a single detector and thus may be implemented more simply (and less expensively). A second more subtle potential advantage of (c) Figure 7 . (a) OB-CD2 filters generated for acetaminophen and benzoic acid are shown overlaid the area-normalized spectra of acetaminophen (green spectrum) and benzoic acid (magenta spectrum). Each OB-CD2 filter was applied for 100% of the total measurement time. For this work, the laser power at the sample was set to 65 mW. (b, c) Images of the interface of piles of acetaminophen (green) and benzoic acid (magenta) powders taken at (a) 100 ms/pixel and (b) 10 ms/pixel integration time.
OB-CD over OB-CD2 derives from the fact that OB-CD filters may be constructed in such a way that some wavelength channels are not detected, thus making it possible to mask regions that do not contain useful chemical information. It is not possible to do so using OB-CD2 since all the collected photons are necessarily transmitted by one of the two complementary binary optical filters and thus detected by one of the two detectors. Thus, when using OB-CD2, rejecting photons in particular wavelength channels could be achieved by using either a physical or spectral mask to prevent those photons from being directed toward the OB-CD2 detectors.
The most significant advantage of OB-CD2 over OB-CD is realized when classifying, quantifying, or imaging systems that contain only two significant chemical (spectral) components. In such situations, one can use a single OB-CD2 complementary filter pair to classify/quantify the two components, without incurring any dead-time or delay associated with switching the DMD mirror settings. Thus, two component chemical images can be obtained in a single raster-scan over the area of interest, rather than requiring two image scans using different OB-CD filters (or using an even more time-consuming process of switching between filters at each point in a single scan). This advantage of OB-CD2 over OB-CD not only facilitates high-speed imaging, but should also make it possible to perform chemical kinetic measurements using a single pair of OB-CD2 filters that are trained to recognize the spectral signatures associated with the reactant and product of a chemical reaction.
